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A transposed frequency technique for phase noise 
and frequency stability measurements 

John G. Hartnett, Travis Povey, Stephen R. Parker and Eugene N. Ivanov 



Abstract — The digital signal processing has greatly simplified 
the process of phase noise measurements, especially in oscillators, 
but its applications are largely confined to the frequencies below 
400 MHz. We propose a novel transpose frequency technique, 
which extends the frequency range of digital noise measurements 
to the microwave domain and beyond. We discuss two basic 
variations of the proposed noise measurement technique, one 
of which enables characterization of phase fluctuations added 
to the passing signal by the particular microwave component, 
for example by an amplifier, while another one is intended for 
measurements of phase fluctuations of the incoming signal itself. 
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I. Introduction 

THE Symmetricom test set has become a useful instrument 
for phase noise and frequency stability measurements 
that allows one to compare a signal from a device under 
test (DUT) against a reference signal and as a result measure 
the relative phase noise and frequency stability between the 
two signals QJ. The manufacturer supplies a few models but 
currently the maximum input bandwidth is 400 MHz (model 
5125A) while the highest performance unit (model 5120-01), 
with the lowest phase noise measurement noise floor, only 
has a measurement bandwidth of 30 MHz. So how would one 
measure the additive or residual phase noise of a device under 
test which has an operating frequency much higher than 30 
MHz or even 400 MHz? 

One method to achieve this is to take a beat note between 
two oscillators, and, by engineering a relatively low noise ref- 
erence through frequency division of a signal derived from one 
of the oscillators, one can make a measurement on oscillators 
operating at X-band frequencies [2|. If the oscillators have 
similar phase noise 3 dB can be subtracted for their individual 
performance. However this method is limited to the case where 
the beat note between the signals from two oscillators being 
compared falls within the measurement bandwidth of the test 
set being used. 

This paper outlines a method to use the Symmetricom test 
set outside its normal area of application (oscillator noise 
measurements). We show that it can be used for measuring 
phase fluctuations in passive and active microwave compo- 
nents (circulators, amplifiers, voltage controlled phase shifters 
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Fig. 1. A block diagram of the measurement system 1(a) and 1(b). DUT 
= Device Under Test. LPF = Low Pass Filter; BPF = Band Pass Filter; attX 
= coaxial attenuator. Both microwave synthesizer and the function generator 
were referenced by 10 MHz from a Kvarz CHI -75 A hydrogen maser. The 
dashed line rectangles indicate two implementations: 1(a) uses the BPF and 
1(b) replaces the BPF with a (mechanical) phase shifter. 



etc) and at frequencies well outside its normal operational 
bandwidth. 

This method is quite different to that normally used for 
phase noise measurements where a homodyne technique uses 
baseband measurements and calibration of the mixer is re- 
quired to calculate the phase noise from voltage noise mea- 
surements. It allows one to simply measure the phase noise 
and/or frequency stability of practically any device at any 
frequency, provided the frequency is sufficiently stable. 

The DUT could be an active device where only phase noise 
is of interest or alternatively two oscillators where both phase 
noise and frequency stability are measured. 

II. Measurement technique 

The essential elements of the measurement technique are 
shown in Fig. 1. Here the DUT is a microwave amplifier 
operating at frequency /q. The microwave signal from a stable 
source is divided into two arms. One arm passes through the 
DUT and picks up the intrinsic phase fluctuations due to the 
amplifier. An attenuator (attl) is adjusted to give the desired 
input power and a second attenuator (att2) is used to provide 
the suitable LO drive level for the first mixing stage. At this 
point an auxiliary source is used to provide a signal at a 
frequency f a that is within the range of the test set being 
used. The important feature of this technique is to impose the 
DUT phase noise onto the low frequency f a auxiliary signal, 
which is done via the use of two mixing stages. 

If necessary, attenuators (att3 and att4) are used to adjust 
the LO drive level and the RF power level to the second 
mixing stage. Alternatively an isolator could be used instead 
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of attenuator att4. A band pass filter (BPF) is used to reject 
one of the sidebands, either fo + f a or fo — f a , at the output 
of the first mixing stage. (An image rejection or single side 
band mixer could also be used.) The second mixing stage 
recovers the frequency (/ a ) of the auxiliary signal, after low 
pass filtering (LPF) but it carries all the phase fluctuations of 
the device under test. The signal is then amplified and input to 
the Symmetricom test set. The reference to the test set is taken 
directly from the auxiliary oscillator. This combination of two 
mixing stages with the test set is integral to this technique 
and allows one to essentially use the test set to measure the 
phase noise of any device operating at any frequency within 
the range of the components used. 

A. Measurement system with a band pass filter 

Considering the configuration of Fig. 1(a), we model the 
input signal to the second mixing stage, after filtering, as 
proportional to, 

cos[27t(/ - /„)* + Sip(t) + tp LOl ], 

where the upper sideband has been rejected, and where Sip(i) 
is the phase spectrum of the noise added by the DUT to the 
fo signal before being mixed with the f a auxiliary signal. 
The parameter tfLOi represents the initial phase of the signal 
at LOl. After the second mixing stage the resulting signal 
frequency dependence can be modeled by the product of the 
latter with the original fo microwave pump signal as, 

cos[2tt(/ - f a )t + 6ip(t) + ip LO i}cos[2irf t + <^ L02 ] = 

!«w[27r/ i + fyj(i) + $], (1) 

where $ = ^lo2 — fLOi is a phase constant and the high 
frequency 2/o mixing product has been rejected by the low 
pass filter. The 2/o signal is well suppressed by the mixer 
itself if fo is in the microwave range. Here ip L02 represents 
the initial phase of the signal at L02. This and the initial phase 
at LOl are a fixed phase with respect to the initial phase of 
the auxiliary signal at the IF port of the first mixing stage. 
Therefore the last term in Eq. ([TJ is a constant phase factor 
and as a result the f a signal input to the test set contains the 
phase noise of the DUT. 

The correlated phase fluctuations of the pump microwave 
signal (fo) are rejected at the level of the second mixer. Phase 
fluctuations of the auxiliary oscillator are rejected by the test 
set because it measures fluctuations of the phase difference 
between two input signals (it is essentially a "digital" phase 
bridge). The measurement system white noise floor is then 
determined primarily by the final low frequency RF amplifier 
used to provide sufficient signal power to the input of the test 
set. 

The two mixers down converting the microwave signal, that 
passes through the DUT, to the frequency of the auxiliary 
signal, and the rejection of one of the sidebands, are the main 
elements in this technique. All variations on this design contain 
this important aspect. Ideas similar to this have been developed 
before under the name of "transposed gain" where a signal is 
down converted from a much higher microwave frequency to a 
low frequency where the amplifier, used as the important gain 



stage, has much lower intrinsic noise and after which the signal 
is up converted again to the higher microwave frequency [3|- 
J6). This technique is quite different as it does not actually 
use a transpose gain but transfers the noise of the DUT to a 
much lower frequency signal that is accessible to the phase 
noise test set used to measure the device's phase noise and/or 
frequency stability. 

It is worth noting that the DUT could have, alternately, been 
located on the other branch of the power splitter before the 
mixer input L02 but we would get the same result as Eq. ([TJ. 

Caution needs to be taken to ensure that the LO power on 
the mixers is maintained at their optimum drive level and at 
the same level for all measurements. One might be measuring 
the DUT as a function of input power, as in Fig. 1, which 
will change the power at LOl. The mixer's contribution to the 
measurement system noise floor depends on its input power. 
It was observed that when the mixer power was allowed to 
drop well below optimum drive levels the measurement system 
noise floor was elevated and limited the measurement. 

B. Measurement system without a band-pass filter 

However as indicated in Fig. 1(b) the band-pass filter could 
also be replaced with a (mechanical) phase shifter but it will 
be shown that this does not result in the correct measurement 
of the phase noise of the DUT. 

We model this configuration with a signal at the first mixing 
stage as proportional to, 

COs[27t(/ ± f a )t + Sip(t) + IfLOl + Ipp], 

where both sidebands are present, the term 5<p(t) represents 
the flicker phase fluctuations of the DUT. (The treatment of 
the white phase noise of the DUT is given below). The term 
(fi p represents the added phase from the variable (mechanical) 
phase shifter. When this is mixed at the second mixing stage 
the resulting signal frequency dependence can be modeled by 
the product of the latter with the original fo microwave pump 
signal as, 

COs[27t(/ ± fa)t + 6<p(t) + (fiLOl + <Pp] x 

cos[2irf t + ip L0 2\ = 
cos[2irf a t]cos[6(p(t)-& + <pp], (2) 

where the high frequency 2/o mixing product has been low 
pass filtered out and the phase noise sidebands are added to 
the phase constants. In contrast to the previous case, shown 
by Eq. (1), the phase noise of the DUT is not imposed on 
the output signal at frequency f a . Therefore, the measurement 
system without the band-pass filter (Fig. 1(b)) is incapable of 
measuring flicker phase fluctuations of the DUT. 

C. Broadband white noise 

In this section we show how the measurement system in 
Fig. 1(b) treats white phase noise of the DUT. In this case the 
output signal voltage from the DUT with effective temperature 
T ef f as given by, 

u ln = Ui\T\cos[2^fot + 5<p(t) + cp L oi] + v(t), (3) 
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Fig. 2. A block diagram of the measurement system used to measure the 
intrinsic phase noise of oscillators. The same key elements are employed as 
in Fig. 1(a): the two mixing stages and the band-pass filter that down convert 
the frequency of the oscillator under test to that of the auxiliary oscillator. A 
band-pass filter is essential between the two mixers. 



where Ui is the amplitude of the signal input to the DUT, 
\T\ is the DUT transmission coefficient and v(t) is the white 
noise from the DUT with power spectral density, 

S v = k B T eff [W/Hz] , (4) 

where k B is Boltzmann's constant. Therefore the power spec- 
tral density of phase fluctuations due to this thermal noise 
source is, 

k B T e ff 



S,j; 



2P\T\ 



(5) 



where P is the power of the DUT input signal. 

After the reference phase shifter is adjusted to maximize 
the output signal from the second mixer, the input signal to 
the Symmetricom test set, can be modeled by, 



Uout =xUi\T\cos[2irf a t] + £(*), 



(6) 



where \ is the mixer's conversion coefficient. The first term 
in Eq. (|6]i is the same as Eq. (j2j) but with the phase shifter 
tuned to maximize the f a signal, and the second term is the 
broadband white phase noise term, which unlike the first term 
is not dependent on the chosen reference phase shift. The 
power spectral density of £(t) can be expressed as, 



S^=x 2 k B Teff [W/Hz; 



(7) 



The effective power spectral density of phase fluctuations of 
the output signal due to thermal noise is then, 

k B T ef f 



Sdy 



■))> 7 



(8) 



This expression results from combining Eqs |6} and It is 
power dependent and models what is observed. Equations (8) 
and (5) coincide. This proves that the measurement system 
in Fig. 1(b), while insensitive to flicker phase noise of the 
DUT, can correctly measure its white phase noise. Hence the 
technique using the phase shifter, though it does not allow us 
to measure the DUT narrow band phase noise on the auxiliary 
signal, it does correctly measure its broadband white noise. 

D. Oscillator comparisons 

The same key elements of the configuration of Fig. 1(a), 
using the band-pass filter, can be used to measure the phase 
noise and frequency stability of a pair of oscillators at different 



frequencies, where we assign /qj and /02 to the frequencies 
of the two oscillators. The same aspects apply to this configu- 
ration as discussed above, so we'll only consider the situation 
where a band-pass filter is used. If the phase shifter is used 
instead of the band-pass filter it can be shown, like in Eq. (2), 
that the relative phase fluctuations of the oscillators are not 
recovered on the auxiliary signal. 

Fig. 2 describes the basic features for the measurement 
method for two oscillators where a band-pass filter is used 
after the first mixing stage. The main difference with Fig. 1 
is that two devices are needed. One may be used as a DUT 
and the other as a reference to obtain the measured signal 
frequency where, 



fa ±l/oi-/o2 1 < 400 MHz, 



(9) 



with the ± depending on the choice of band-pass filter. This 
ensures a signal at a frequency measureable by the test set 
containing the phase fluctuations of the two oscillators. Here 
we have assumed a 400 MHz bandwidth test set is being used. 
Therefore Eq. Q means the frequency difference between the 
oscillators must be less than twice the bandwidth of the test 
set otherwise additional mixing stages are needed. 

In the case where a reference oscillator has much lower 
phase noise than the DUT oscillator the final result is that of 
the DUT but if they are nominally identical oscillators then 
we get the relative phase fluctuations of the two devices. This 
means 3 dB must be subtracted for the phase noise of a single 
oscillator. 

From one of the oscillators an intermediate frequency is 
generated with an auxiliary oscillator in the first mixing stage, 
which is filtered to reject one of the sidebands with the band- 
pass filter, and then mixed in the second stage with the signal 
from the other oscillator, low pass filtered, amplified and 
measured on the Symmetricom test set. The phase noise is 
read directly from the test set, but to find the Allan deviation 
of the signal at frequency / 01 or f 02 one must scale by the 
ratio (f a ± |/oi - /02D//0 where f Q is chosen as equal to 
either f i or f 02 . 

In the case of Fig. 2 we can model the results of the first 
mixing stage as proportional to, 

cos[2ir(f 01 - f a )t + 6<p-i(t) + Vloi], 

where upper f a sideband has been filtered out by the band- 
pass filter. The phase noise of the oscillator is represented by 
S(pi (t). When this is mixed at the second mixing stage with 
the output of the second oscillator with its own phase noise 
5ip 2 (t) at the frequency /02, and modeled as proportional to, 

cos[2irf 02 t + Sip 2 (t) + (PL02}, 

the resulting signal frequency dependence can be modeled by 
the product of the latter with the former as, 

COS[27t(/ i - f a )t + Stfl(t) + IfLOl] X 

cos[2irf 02 t + Sip 2 (t) + tpL02\ = 
4 COS [2^(/ 01 - f 02 + f a )t + 8 V i(t) + 5<p 2 {t) + $], (10) 

where $ = ipL02 — fLOi is a phase constant and the high 
frequency mixing product of order /01 + /02 has been filtered 
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Fig. 3. The SSB phase noise, as a function of input power of the Endwave 
amplifier model no. JCA8 12-5001, operating at 11.2 GHz, measured using the 
measurement method of Fig. 1(a) with f a = 20 MHz. The legend indicates 
the input power to the amplifier and the measurement noise floor (curve 4) 
which was measured by removing the DUT from the circuit. RF amplifier = 
MiniCircuits ZFL-500LN+. 
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Fig. 5. The SSB phase noise of an Agilent E8257C synthesizer at 1 GHz 
without external reference (curve 1), and phase locked to a 10 Mz signal 
from the frequency doubled output of an Oscilloquartz 8607 quartz oscillator 
(curve 2). The latter was compared with a 1 GHz signal derived from an 
ultra-low phase noise cryogenic sapphire oscillator and measured using the 
measurement method of Fig. 2(a). Curve 3 is the measurement system noise 
floor. Curve 4 is the phase noise of the locked synthesizer at 1.2 GHz but 
referred to 1 GHz. See text for details. 
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Fig. 4. After replacing the BPF with a mechanical phase shifter (Fig. 1(b)) 
the SSB phase noise of the output signal at f a = 20 MHz was measured, where 
a AML amplifier model no. AML812PNA5402, operating at 11.2 GHz, was 
used with different input power levels. The legend indicates the input power to 
the amplifier and the measurement noise floor (curve 4) which was measured 
by removing the DUT from the circuit. A smoothing by taking a 50 point 
average was applied to data of curve 4. RF amplifier = MiniCircuits ERA-5+. 
See discussion in text. 

out. The power of phase fluctuations of the resulting signal at 
frequency /oi — /02 + fa is equal to the combined power of 
phase fluctuations of the individual microwave oscillators. 

Of course the low pass filter must now pass the signal with 
frequency /01 — f 02+ fa, an d this frequency must be within the 
bandwidth of the measurement test set. This then necessarily 
affects the frequency at which the phase noise is measured 
and the scaling ratio to calculate the Allan deviation becomes 
(/01 — /02 + fa)/ fo- If tne oscillators are nominally identical 
an additional l/y/2 factor must be applied to get the stability 
of a single oscillator. 



III. Results 

Using the measurement method of Fig. 1(a) we measured 
the phase noise of an Endwave amplifier (model number 
JCA8 12-5001) as a function of input power. The band-pass 
filter is tunable home made cavity filter and the low-pass filter 
a MiniCircuits SLP-21.4+. The microwave mixers are Watkins 
Johnson model number M14A. The function generator is a 20 
MHz Agilent model 33220A. The final RF amplifier used was 
either a MiniCircuits ZFL-500LN+ or an ERA-5+ amplifier. 

The results are shown in Fig. 3. Where these are above 
the measurement noise floor, they are consistent with those 
expected for the amplifier and indicate a nicker law for Fourier 
frequencies 10 < / < 100 Hz. The thermal noise floor is 
dependent on input power to the amplifier as expected. A 
carrier frequency of fo = 11.2 GHz and an auxiliary frequency 
f a = 20 MHz were used in these measurements. 

The measurement system noise floor was measured by 
removing the DUT and it was found that it limits the mea- 
surements for Fourier frequencies / < 10 Hz. The phase noise 
of the final RF amplifier was determined to be the principle 
limitation of the measurement system especially at Fourier 
frequencies / > 100 Hz. By using either a MiniCircuits ERA- 
5+ or a ZFL-500LN+ amplifier the measurement system white 
noise floor was limited to about -163 dBc/Hz and about -158 
dBc/Hz (on the 20 MHz carrier) respectively. The former is 
very close to white noise floor of the Symmetricom 5 125 A 
test set itself. 

The additive phase noise of the RF amplifiers used here 
were separately measured by splitting the 20 MHz signal of 
the auxiliary oscillator and passing one signal through the 
amplifier to the input channel of the test set and the other 
directly to the reference channel. In both cases, the same 
input power to the amplifier was used as in the measurement 
system, and the results matched the thermal noise floor of the 
measurement system when using these RF amplifiers. 
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Finally, when using the ERA-5+ RF amplifier, a pair 
of MiniCircuits ZX05-153+ mixers were substituted for the 
Watkins Johnson M14A mixers and this raised the measure- 
ment system white noise floor 3 dB to about -160 dBc/Hz, 
indicating that a small contribution also may come from the 
choice of mixers used. 

Using the method of Fig. 1(b) and a very low phase noise 
AML X-band microwave amplifier we measured essentially 
the phase noise floor of the measurements system as a function 
of input power to the X-band amplifier. In this configuration 
where a mechanical phase shifter (an Arra 9428B in this case) 
is used instead of the band-pass filter one does not get the 
phase noise of the DUT (nor that for the oscillator(s) if a phase 
shifter is used in the configuration of Fig. 2). The results are 
shown in Fig. 4. However the measurements of Fig. 4 indicate 
that as one decreases the input power to the X-band amplifier 
(the DUT) one observes rising thermal noise. At input power 
levels > —20 dBm (curve 1) the measured noise is at the 
measurement system noise floor. At input power levels less 
than this we observe an increase in white noise approximately 
proportional to the change in input power. 

The measurement system noise floors for both configu- 
rations shown in Fig. 1 were determined by removing the 
DUT, and ensuring the power to the mixers and the RF 
amplifier were the same as used when making the DUT 
phase noise measurements. Looking at Figs 3 and 4 there is 
a clear difference in the frequency dependence and level of 
the measurement system phase noise floor. The difference is 
that in the method of Fig l.(a), with the band-pass filter, the 
mixer noise is present for / < 10 3 Hz (curve 4 in Fig. 3) but 
in the method of Fig l.(b), without the band-pass filter, the 
mixer noise is not present (curve 4 in Fig. 4) and we only 
measure the test set noise floor for / < 10 2 Hz. At higher 
offset frequencies it is the RF amplifier that sets the thermal 
noise floor. 

As shown in Eq. (|2]), the DUT phase noise is not added to 
the auxiliary signal, when the phase shifter was substituted for 
the band-pass filter, so also the mixers in the circuit are devices 
under test and their phase noise is not added but shows up as 
amplitude noise on the signal input to the test set. By contrast, 
from Eq. ([T]), when the band-pass filter is used, the phase noise 
of the mixers is, in addition to the phase noise of the DUT, 
added to the signal input to the test set. Therefore with the 
DUT removed we measure a system noise floor that includes 
the phase noise of the two mixers and the RF amplifier (at the 
higher offset frequencies). 

Using the measurement method of Fig. 2 we measured the 
phase noise of an Agilent E8257C synthesizer generating a 1 
GHz signal compared to a 1 GHz signal synthesized from an 
ultra-low phase noise cryogenic sapphire oscillator. The phase 
noise spectra are shown in Fig. 5, and the frequency stability 
in Fig. 6. Curve 1 represents the phase noise of the synthesizer 
without external reference, and curve 2 when it was referenced 
by a 10 Mz signal from the frequency doubled output of an 
Oscilloquartz 8607 quartz oscillator. 

The measurement system used two MiniCircuits ZX05- 
10L-S+ mixers, a ZVBP-909-S+ band-pass filter, a SLP-100+ 
low pass filter and a ZFL-500LN+ amplifier. Its measurement 
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Fig. 6. Allan deviation of an Agilent E8257C synthesizer at 1 GHz without 
external reference (curve 1), and phase locked to a 10 Mz signal from the 
frequency doubled output of an Oscilloquartz 8607 quartz oscillator (curve 2). 
The latter was compared with a 1 GHz signal derived from an ultra-low phase 
noise cryogenic sapphire oscillator and measured using the measurement 
method of Fig. 2(a). Curve 3 is the Allan deviation of the signal frequency of 
the locked synthesizer at 1.2 GHz after the appropriate scaling was applied. 
See text for details. 



system phase noise floor is shown in curve 3 in Fig. 5. This 
was determined by using the same low phase noise oscillator 
on both input ports (for Oscillators 1 and 2 in Fig. 2). The 
auxiliary oscillator frequency used in these measurements was 
f a = 100 MHz, derived from the ultra-low phase noise cryo- 
genic sapphire oscillator, with a phase noise of -130 dBc/Hz 
at 1 Hz offset j2), (7J. In this case it was necessary to scale 
resulting stability generated by the test set by f a /fo = 100 
MHz/1.0 GHz = 1/10 where f = f 01 = f 02 = 1 GHz. 

We also compared the same oscillators where we raised the 
output signal frequency of the Agilent E8257C synthesizer to 
/02 = 1.2 GHz. The auxiliary oscillator was still at f a — 100 
MHz, which was mixed with the signal at /oi = 1 GHz from 
the ultra-low phase noise cryogenic sapphire oscillator, then 
we filtered out the upper sideband with the band-pass filter 
leaving the lower sideband at 900 MHz to be mixed with the 
1.2 GHz signal. After low-pass filtering (using a MiniCircuits 
SLP-400 filter) and amplification this resulted in a 300 MHz 
signal that was measured by the test set. Curve 4 in Fig. 5 
is the result where a factor of 20log(1.2) has been subtracted 
to compare the results all at 1 GHz. It is essentially identical 
with curve 2 as expected. And in Fig 6 we show the Allan 
deviation of the 1.2 GHz synthesizer signal where the correct 
scaling has been applied to the output of the test set. In this 
case (foi - / 2 + /„)//oa = 300 MHz/1.2 GHz = 1/4. Only 
Allan deviation data with a noise equivalent bandwidth (NEQ) 
of 0.5 Hz is shown. 

The cryogenic sapphire oscillator's phase noise and fre- 
quency stability (2| are orders of magnitude lower than that of 
the Agilent E8257C synthesizer. At 1 GHz its phase noise is 
approximately equal to the measurement system noise floor 
(curve 3 or Fig. 5), hence it does not contribute to these 
results. Figs 5 and 6 therefore show only the performance 
of the E8257C synthesizer. 

It should be noted that when the frequency difference of 
the two oscillators falls within the bandwidth of the test set 
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the additive phase noise can be measured by taking the beat 
note of the two signals and comparing it to a previously 
characterized low noise reference. To confirm the validity of 
our transposed gain technique we used this direct comparison 
method to repeat the measurements in figures 5 and 6 and 
found no discrepancy in the results. 

IV. Conclusion 

A technique has been developed that allows one to measure 
the phase noise of active components operating at frequencies 
well outside the bandwidth of the phase noise measurement 
test set being used. 

Digital measurements of phase fluctuations offer several 
advantages over the usual homodyne technique. Here is no 
need for the calibration of the mixer nor is there any require- 
ment to phase lock two oscillators to maintain zero voltage 
at the output of the mixer during the measurement process. 
The latter feature permitted, for the first time, the phase noise 
measurement of ultra-stable cryogenic sapphire oscillators. 

This method is only limited by the operational bandwidth 
of the components used, and the noise floor imposed on the 
measurements by the two mixing stages and the final RF 
amplifier used to provide sufficient signal power to the test set. 
Using the band-pass filter and X-band mixers a measurement 
system noise floor at low offset frequencies of lO -12,7 // was 
obtained, while with 1 GHz mixers 10~ 12 // was achieved. 
Using a MiniCircuits ERA-5+ RF amplifier at the input to 
the test set a measurement system white noise floor of -163 
dBc/Hz was obtained. 

Hence one may achieve a measurement white noise floor at 
the limits of the test set itself, near -165 dBc/Hz for the 5 125 A 
model and -175 dBc/Hz for 5120A-01 model with ultra-low- 
noise option. Provided the final RF amplifier is sufficiently 
low noise one can reach this white noise floor and potentially 
measure the phase noise of extremely low noise components. 

V. Acknowledgments 
This work was supported by ARC grant LP1 10200142. 

References 

[1] S. Stein, "The Allan variance-Challenges and opportunities," IEEE 
Trans. Ultrason. Ferroelect. Freq. Control, vol. 57, no. 3, 2010, pp. 
540-547. 

[2] J.G. Hartnett, N.R. Nand and C. Lu, "Ultra-low-phase-noise cryocooled 
microwave dielectric-sapphire-resonator oscillators," Appl. Phys. Lett., 
vol. 100, no. 18, 2012, Art. ID 183501. 

[3] M.M. Driscoll and R.W. Weinert, "Spectral Performance of Sapphire 
Dielectric Resonator-controlled Oscillators operating in the 80K to 275K 
temperature range," IEEE Frequency Control Symposium, 1995, pp. 
401-412. 

[4] J.K.A. Everard and M.A. Page-Jones, "Ultra Low Noise Microwave 
Oscillators with Low Residual Flicker Noise," IEEE International Mi- 
crowave Symposium, Orlando May 16th -20th 1995, pp. 693- 696. 

[5] J.K.A. Everard and M.A. Page Jones "Transposed Gain Microwave 
Oscillators with Low Residual Flicker Noise," IEEE Frequency Control 
Symposium, San-Fransisco June 1995, pp. 374-378. 

[6] M.A. Page-Jones and J.K.A. Everard. "Enhanced Transposed Gain 
Microwave Oscillators," European Frequency and Time Forum, 5th to 
7th March, Brighton, 1996, pp. 275-278. 

[7] N.R. Nand, J.G. Hartnett, E.N. Ivanov, G. Santarelli, "Ultra-stable very- 
low-phase-noise signal source for Very Long Baseline Interferometry 
using a cryocooled sapphire oscillator," IEEE Trans on Micro. Theory 
& Tech., vol. 59, no. 11, pp. 2978 - 2986, 2011. 



